1. Introduction {#sec1}
===============

The current COVID scenario has brought a challenging situation for all healthcare workers. While all efforts should be made to provide quality medical/surgical care to the patients, self-protection is equally important in the current scenario. High transmissibility and fatality rates have been associated with the SARS-CoV-2 virus.[@bib1] Orthopedic surgical procedures in the current times carry a high risk of disease exposure because of the generation of aerosol particles.[@bib2] Additionally, considering the high incidence of asymptomatic patients, and a major proportion of patients with false-negative reports with the conventionally used RT-PCR (Reverse transcription-polymerase chain reaction) test, every operative patient should be treated as a potential COVID infected patient for the purpose of self-protection.[@bib3] The standard surgical outfits used to be light and comfortable; however, the personal protective equipment that covers the surgeon from head to toe using an impermeable layer is cumbersome; and with prolonged surgeries, there is increased sweating and perspiration that can result in discomfort and can potentially impair the surgeon's performance as well. Secondly, eye protection needs to be different from that used in pre-COVID times. Previously, with limited risk of infection from aerosol and airborne particles, eye protection was mainly used to prevent direct contact with blood or fluid spill droplets. A simple eye shield or goggles used to be sufficient to prevent such a contact. A common issue with the use of protective eyewear is the fogging up of the viewing surface which often results in a lack of compliance with the eyewear among surgeons.[@bib4] However, in the pre-COVID era, with the exception of high-risk infected patients, the risk of any serious infection with non-compliance to the eyewears had not been reported or was not significant.[@bib5] A few techniques to prevent fogging of eyewears had been suggested in the past by tightening the seal on top of the mask and by the use of surfactant liquid on the inner aspect of eyewear.[@bib6] ^,^ [@bib7] These techniques looked attractive and were useful as well. However, the big difference of the protective eyewears in the COVID era compared to the earlier used ones is the sealed protection to the eyes. The currently recommended protective eyewears to prevent the exposure of the eye to aerosol or airborne particles are hermetically sealed eyewears.[@bib8] ^,^ [@bib9] With no space for outer air circulation and increased perspiration of skin in a closed cavity, the risk of fogging increases. Additionally, with the recommended operating room conditions in COVID times, i.e, temperature between 24 and 30 °C and humidity between 30 and 70%, and also with the orthopedic procedures requiring exertion, the perspiration increases, resulting in excessive fogging.[@bib10] Fogging impairs the clarity of vision and the surgeon's ability to locate and operate fine instruments. This results in extra efforts to perform common tasks, early exhaustion, increased sweating, and perspiration. The cost-effectiveness of protective eyewears that claim to prevent fogging has not been established which limits their practical applicability. The claims of anti-fog glasses have been shown to fail and there is a general lack of regulations to establish the superiority and effectiveness of the antifog designs.[@bib11] Therefore, a low-cost modification of the hermetically sealed protective eyewear that can prevent fogging is desirable in the current times. Plastic films such as polyethylene terephthalate (PET) with surface modifications,[@bib12] surfactant sprays,[@bib6] ^,^ [@bib13] and addition of N95 mask cutting to the air vents of the sealed eyewear[@bib9] are some attractive low-cost modifications to prevent fogging of the viewing frames. However, their effectiveness in a real surgical scenario or a simulated operating room environment with the aforestated modified parameters has not been tested. This comparative observational study investigates the effectiveness of these three modifications on a common hermetically sealed protective eyewear in controlling fogging up of the viewing frames in a simulated operating room environment.

2. Materials and methods {#sec2}
========================

We created four testing groups based on the modifications of a poly-hydrocarbon based hermetically sealed protective eyewear that was common to all the testing groups. Group A consisted of protective eyewear without any modification([Fig. 1](#fig1){ref-type="fig"} a). In group B, four holes with a centimeter diameter were created, with two holes on each side of the eyewear ([Fig. 1](#fig1){ref-type="fig"}b). The holes were covered with N95 mask cuttings that were sealed to the hole margins circumferentially, using an adhesive tape. In group C, the inner surface of the eyewear was coated with a detergent-based surfactant liquid that was allowed to dry for a few minutes prior to the testing ([Fig. 1](#fig1){ref-type="fig"}c). In group D, the inner surface of the viewing frame of the eyewear was covered with a commercially available anti-fog nano-coated PET film ([Fig. 1](#fig1){ref-type="fig"}d). Ten volunteer orthopedic surgeons with unaided normal vision participated in the study to test each of the eyewear modifications in the aforestated groups. The testing was performed in an operating room with a temperature set between 24 and 26 °C and humidity set between 40 and 70%. Each volunteer was provided with a newspaper, a synthetic model of the femur, a 4.5 mm LCP (locking compression plate) instrumentation, and a large bone external fixator instrumentation. Each volunteer was asked to perform the following tasks in a repeat mode in the following sequence: a) create a simple fracture of the synthetic bone model using multiple drill holes, b) fixation of the fracture using a 4.5 mm LCP with four screws on each side of the fracture, c) removal of the plate, d) stabilization of the fracture with an external fixator with two pins each in the proximal and distal fragments, e) removal of the external fixator, for a maximum of 2 h duration or to the point when fogging limits visibility completely, whichever is earlier. The time point when the volunteer felt a change in visibility due to fogging, the viewing ability was checked by the ability to read the newspaper comfortably. The time duration up to the failure to read the newspaper was recorded for each volunteer as the loss of clear visibility. The volunteers continued to perform the given task until the fogging distorted the vision to such an extent that the task couldn't be performed. This was regarded as the loss of workable visibility. The total duration up to the loss of workable visibility was recorded. The mean duration and standard deviation (SD) of the time taken to the loss of clear visibility and workable visibility was calculated for each of the volunteers and testing groups. The time duration to the loss of clear visibility and workable visibility among the modified testing groups (group B-D) were compared to the unmodified group (group A) using paired samples *t*-test.Fig. 1a) In group A, the eyewear was used without any modification resulting in an early and extensive fogging. b) In group B, the filtered vents on the sides of the eyewear provided only a marginal improvement in delaying the fogging. c) In group C, the detergent-based surfactant was applied and dried on the inner surface of the viewing frame. A representational picture shows the surfactant being applied on the right half of the viewing frame (upper arrow) resulting in extensive fogging of the left half (lower arrow), while clear visibility is maintained on the right side. d) In group D, a round segment of the surface-modified anti-fog PET film was applied on the inner surface. The film prevented the fogging for a prolonged duration while the remaining peripheral part displayed fogging (arrow).Fig. 1

3. Results {#sec3}
==========

The longest duration of clear visibility (69.3 ± 8.16 min) was observed in group C with detergent-based surfactant coating of the inner surface of the viewing frame and its workable visibility was maintained for more than 2 h for all the volunteers. All the modified groups tested significantly better than group A (group without any modification). The group D with surface modified PET film had provided workable visibility for a prolonged duration (41.6 ± 5.39 min), however, the workable visibility was lost not because of fogging but because of the formation of large droplets on the inner surface ([Fig. 2](#fig2){ref-type="fig"} a). The moisture did collect on the detergent-based surfactant coating also, but that formed more of a uniform layer unlike the PET film([Fig. 2](#fig2){ref-type="fig"}b). The detailed results are presented in [Table 1](#tbl1){ref-type="table"} .Fig. 2A closeup view of the surfactant based coating (a) shows a little distortion of the vision on the coated side due to more uniform spread of the moisture, compared to the surface-modified anti-fog PET film (b) where moisture coalesced to form larger droplets (arrow) that hindered clear vision.Fig. 2Table 1Time taken to the loss of clear visibility and workable visibility through protective eyewear among different testing groups.Table 1Time to loss of clear visibility (mean ± SD) (In minutes)Time to loss of workable visibility (mean ± SD) (In minutes)Comparison using the paired *t*-test**Group A (protective eyewear without modification)**17.7 ± 2.3123 ± 3.80NA**Group B (protective eyewear with N95 mask cuttings based filter vents)**23 ± 2.9427.3 ± 1.70Significant improvement in clear and workable visibility compared to group A (p \< 0.05)**Group C (Detergent based surfactant coating on the inner surface)**69.3 ± 8.16Workable vision was maintained at 2 h duration for all volunteersSignificant improvement in clear and workable visibility compared to group A (p \< 0.05)**Group D (surface modified PET film on the inner surface)**31.9 ± 3.7541.6 ± 5.39Significant improvement in clear and workable visibility compared to group A (p \< 0.05)

4. Discussion {#sec4}
=============

The protection of healthcare workers is of paramount importance in the current COVID pandemic. Orthopedic surgical procedures have been shown to have a high risk of aerosol generation and contamination of eye fields.[@bib14] Protective eyewear helps in preventing the conjunctival or corneal contamination by the surgical splash particles. Even ordinary eyewear has been shown to be effective in preventing contact with splash particles.[@bib15] However, in the current COVID scenario, sealed protection from all sides of the eye is recommended. The disposable single-use plastic eyewear with contoured margins to create a seal with the skin in contact has been shown to have a very low risk of contamination and therefore should be preferred.[@bib16] A common problem with the eyewear and more with the sealed eyewear is the issue of fogging that limits the clear visibility which contributes to intraoperative stress and impairs the surgeon's performance. Hermetically sealed eyewears have a higher risk of fogging considering the entrapment of moisture in a closed cavity. Moreover, it is difficult to change the eyewear intraoperatively as that would add the risk of contamination of eyes by the airborne particles in the surrounding field.

The ongoing research in development of antifog surfaces focuses on the use of eco friendly materials, especially the plant based products like starch, cellulose and fibres; application of nano surface modifications in preventing collection of moisture on surface; and inducing self healing properties in surface coating under degradation. However, their application in the medical field is prominent and will need further investigations to establish the same. For example, Titanium dioxide has been widely used as an anti fogging coat for the eyewears because of its hydrophilic nature and self-cleaning ability due to photocatalysis.[@bib17]

Among the simple methods to prevent fogging of the eyewear, a variety of methods including the application of surfactant liquid, converting the eyewear to a filtered eye mask by creating vents sealed with N95 mask cutting and use of anti-fog glasses or anti-fog coating have been described.[@bib6] ^,^ [@bib9] ^,^ [@bib12] ^,^ [@bib13] However, the actual effectiveness of these methods which perform the operative procedures remains unknown. We tested three inexpensive modifications on a disposable sealed poly-hydrocarbon based protective eyewear and found that the detergent-based liquid surfactant was effective in maintaining the workable vision for as long as 2 h. The PET material based anti-fog film although prevented fogging for long but failed to provide the workable vision required for a simulated surgical task. The perspiration or the fog droplets appeared to be coalesced to form larger droplets on the surface of the PET films forming a nonuniform layer that hindered a clear vision. On the contrary, the surfactant formed a uniform layer of moisture on the applied surface, and therefore vision was not distorted. It is therefore important to spread the surfactant uniformly over the viewing surface to prevent the non-uniform deposition of moisture. The addition of the filtered vents sealed with N95 mask cutting had only marginal improvement compared to the unmodified version of the eyewear and thus may not be helpful. The effectiveness of the anti-fog glasses has previously been questioned and it is difficult to establish or control the same considering the lack of regulatory mechanisms. Also, with preference to single-use goggles, the expenses on the anti-fog glasses may not be a cost-effective measure.

As we move ahead in this pandemic, more effective solutions may emerge with more research and development concerning the protective eyewear. In the current scenario, judicious use of the limited resources is required, and therefore, low-cost modification of the eyewear for effectively clear intraoperative visibility is required. Our results suggest that the same can be very well achieved. The ministry of health and family welfare (MOHFW) of India recommends the sealed goggles with viewing-surface modifications and addition of indirect vents to reduce fogging.[@bib18] However, the effectiveness of vents and the fog resistant coatings has not been tested previously and currently there are no regulations for the same. The information provided in this preliminary study can be helpful in further exploring the use of dried surfactant coatings for preventing fogging in practical scenarios with a judicious approach.

There are some limitations of this study considering the small number of testing volunteers and lack of the data from the actual surgical scenarios. However, it would be difficult to conduct such a trial on a real surgical situation as that can compromise the safety of the surgeon as well as the patient. In the situation of conducting this exercise in a real surgical scenario, the backup options in the form of additional glasses and personal protective equipment (PPEs) should always be available. Lastly, the results are based on an ordinary poly-hydrocarbon made single-use protective eyewear. The results with other eyewears may or may not differ. Thus, it would be desirable to test these methods on the eyewears prior to surgery through a simulated exercise.

To conclude, a detergent-based surfactant coating of the viewing surface provides an effective and inexpensive solution to the problem of fogging of the protective eyewears. Besides this, the workable vision is maintained for a prolonged duration. The surface-modified PET film does prevent fogging but that may not be helpful in a surgical scenario.
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